[Method of continuous direct recording of arterial pressure from a mercury manometer].
The article describes a transducer for continuous recording of the readings of a mercury manometer in which, to simplify the construction and calibration, the transducer of pressure changes to electric current changes is made of high-resistant (nichrome) wire passed through the tube of the mercury manometer and incorporated in the circuit of the measuring bridge.